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Abstrat
A brief look at the urrent ondition of Spetrometer F in Sutherland.
1 Previous Visits
The most reent trip to Sutherland was by Roger New in 2003 April [1℄. The next trip is
urrently sheduled for 2006 April, whih results in gap of three years.
That is a long time for a station to remain in operation without a visit from Birmingham.
This is mainly due to the exeptional level of help we get from the on-site sta in Sutherland.
Nevertheless it is likely that a lot of maintenane work is going to be required.
The main aim of Roger's trip was to install his Automati Gain Control (AGC) iruit [2℄
to try and improve the Sutherland Auto-guider. This worked well and the AGC was left ative
on both RA and De. However, it later malfuntioned and the RA hannel was swithed bak
to 'Normal' in 2004 September by Johann Sholtz.
Roger experiened problems with the port detetor temperature ontrol. The detetor would
rise to ambient temperature during the morning and evening, but would be normal throughout
the rest of the day. The problem was a broken ondutor in the 25-way able between ontroller
and spetrometer, so Roger swapped to an unused ondutor in the same able. Later he
replaed the whole able with two 12-way ables in the hope that it would be more exible.
He also leaned the front red lter giving an inrease of 10K ounts on both hannels, and
xed a wobbly polaroid mount.
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2 Problems Experiened
In 2003 [3℄ Otober, after Roger's last visit, the shutter limit swith failed ausing damage to
the shutter trak. These were replaed free of harge by Ash Dome. The next month the shutter
started shadowing the instrument at noon, and so the shutter enoder was adjusted by Chantal
Petersen.
In 2004 [4℄ September the RA AGC malfuntioned and the RA hannel was swithed bak
to 'Normal'. The De hannel was left on automati.
In 2005 [5℄ June the loud-detetor was tripping early, and so the threshold was adjusted to
ompensate. There were also many omputer problems where the PC had to be rebooted.
3 Current Condition
3.1 Temperatures
IF The interferene lter is urrently running at 31C and appears to be temperature
ontrolled within half a degree.
Ambient The ambient temperature on 2006 Marh 8 varied between 20C and 34C. Obvi-
ously this varies throughout the year.
Oven Bottom
The oven bottom is onstant at 114C ontrolled within 0:1C.
Spetrometer
On a relatively ool day the spetrometer temperature is maintained at around
20C, but traks the ambient temperature - ooler in the morning and afternoon,
slightly hotter at midday. On a hot day the temperature is less well ontrolled,
and varies between around 26C and 30C.
Detetors Temperature ontrol is errati. On ool days both detetors are stable at just
above 20C for the entire day. On hot days the detetors are running at maximum
ooling power and annot ope. This is due to the spetrometer temperature being
inadequately ontrolled throughout the day.
Tank The water tank is a 1500 litre ontainer with an immersion heater and a ow-
through ooler. The heater is set to ome on when the tank temperature falls
below 18C, and the ooler set to ome on when the tank temperature rises above
22C. On a relatively ool day, gure 1, the tank temperature remains stable at
24C. On a hot day, gure 2, the ow-through ooler is on onstantly and does
not have enough power to ontrol the tank temperature. Additional fans have
been installed in an attempt to inrease the eÆieny of the ooler by improving
the airow, but this has proven to be ineetive. The tank-bottom temperature
sensor appears to be dead.
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Figure 1: Temperature Monitor plots for Sutherland 2006 May 13 - Low Ambient Temperature.
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Figure 2: Temperature Monitor plots for Sutherland 2006 Marh 8 - High Ambient Temperature.
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Figure 3: Steps in the Sum for Sutherland 2006 Marh 5.
3.2 Data Quality
Data from Spetrometer F in Sutherland appear to be good quality exept for overall steps in
intensity throughout the day, gure 3. Steps our in both the morning and afternoon, but most
frequently in the afternoon. The most ommon step ours around 1330UT and results in a
hange of several thousand ounts. Steps our oinidently in all detetors and a small eet
an be seen on the ratio. The rst large step oured on 2005 Deember 6.
STARBOARD
The starboard detetor sum is usually around 110000 ounts at noon, and the
ratio urrently around 200000 ounts.
PORT The port detetor sum is usually around 120000 ounts at noon, and the ratio
urrently around 180000 ounts.
TRANSMISSION
Transmitted sum is around 135000 ounts.
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